~ Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C : Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D. 7 :
Calibration File No.: 02139 Calib. Date: 12/09/2013 Calib. No.: 00023

~ Certification File No.: 02140 Cert. Date:  12/09/2013 Cert. No.: 00020
Linearity File No.: 02141 Lin. Date:  12/09/2013 Lin. No.: 00019
Solution File No.: 02153 Soln. Date: 01/19/2014 Soln. No.: 00203
Sequential File No.: 02153 File Date:  01/19/2014
Calibrating Unit: WET Meoedel No.: CU-34 Serial No.: DDUN 83-0341
Control Solution %:  0.100% ‘ Expires:  09/10/2015
Solution Control Lot: 131119 Bottle No.: 0381
Function - ) Result Time Temperature Comment(s)

: %BAC HH:MM  Simulator {(°C) or Error(s)

Ambient Air Blank - 0.000% 20:438 :
Control 1 EC _ 0.100% 20:438 34.0°C *4k TEST PASSED %%
Control 1 IR 0.100% 20:438 34.0°C #dk TEST PASSED *%*
Ambient Air Blank 0.000% 20:448

“-Control 2 EC ' 0.098% 200455 - 34.0°C wisk THST PASSED ##
Control 2 IR 0.099% 20:458 34.0°C #dk TEST PASSED ##%

_ Ambient Air Blank 0.000% 20:468
Control 3 EC 0.099% 20:468 34.0°C ok TEST PASSED
Control 3 IR 0.099% 20:465 34.0°C Fk TEST PASSED %
Ambient Air Blank (.000% 20:475

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 aperator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: KUCHMEK First Name: JOSEPH : MI: -

75 Badge No.: 150
Signature: /pn__ m l——/-—#“ { % Date: 01/19/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02139 Calib. Date: 12/09/2013 Calib. No.: 00023
Certification File No.: 02140 Cert. Date:  12/09/2013 Cert. No.: 00020
Linearity File No.: 02141 Lin. Date:  12/09/2013 Lin. No.: 00019
Solution File No.: 02157 Soln. Date: 02/11/2014 Soln. No.: 00204
Sequential File No.: 02157 File Date: 02/11/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S3-0341
Control Solution %:  0.100% Expires:  09/10/2015
Solution Control Lot: 131119 Bottle No.: 0386
Function Result Time . Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 23:228
Control 1 EC 0.101% 23:228 34.0°C #¥¥% TEST PASSED ##%
Control 1 IR 0.101% 23:228 34.0°C #5+ TEST PASSED ##%
Ambient Air Blank 0.000% 23:238
Control 2 EC 0.099% 23:245 34.0°C #Fk TEST PASSED %%
Control 2 IR 0.101% 23:245 34.0°C *#% TEST PASSED #%%
Ambient Air Blank 0.000% 23:258
Control 3 EC 0.099% 23:258 34.0°C *3k TEST PASSED *%*
Control 3 IR 0.100% 23:258 34.0°C #4% TEST PASSED ##%
Ambient Air Blank 0.000% 23:2658

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: KGCHMEK First Name: JOSEPH MI: -
. Badge No.: 190

Signawre: o JA B i %o Date: 02/11/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02139 Calib. Date: 12/09/2013 Calib. No.: 00023
Certification File No.: 02140 Cert, Date:  12/09/2013 Cert. No.: 00020
Linearity File No.: 02141 Lin. Date:  12/09/2013 Lin. No.: 00019
Solution File No.: 02165 Soln. Date: 03/11/2014 Soln. No.: 00205
Sequential File No.: 02165 File Date:  03/11/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S3-0341
Control Solution %:  0.100% Expires:  09/10/2015
Solution Control Lot: 131119 Bottle No.: 0387
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 22:168
Control 1 EC 0.101% 22:178 34.0°C *4% TEST PASSED #%%
Control 1 IR 0.100% 22:178 34.0°C #dk TEST PASSED %%
Ambient Air Blank 0.000% 22:188 :
Control 2 EC 0.097% 22:198 34.0°C whk TEST PASSED #%%
Control 2 IR 0.100% 22:198 34.0°C #4k TEST PASSED #%*
Ambient Air Blank 0.000% 22:208
Control 3 EC 0.098% 22:208 34.0°C *kx TEST PASSED #¥#
Control 3 IR 0.100% 22:208 34.0°C k% TEST PASSED *%*
Ambient Air Blank 0.000% 22:218

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the {(NJSP) Chief Forensic Scientist.

Changed By:

Last Name: KUCHMEK First Name: JOSEPH MI: -
: Badge No.: 190

Signature: Lt é / QD Date: 03/11/2014

-V




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02139 Calib. Date: 12/09/2013 Calib, No.: 00023
Certification File No.: 02140 Cert. Date:  12/09/2013 Cert. No.: 00020
Linearity File No.: 02141 Lin. Date:  12/09/2013 Lin. No.: 00019
Solution File No.: 02171 Soln. Date: 03/24/2014 Soln. No.: 00206
Sequential File No.: 02171 File Date:  03/24/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN §3-0341
Control Sofution %:  0.100% ‘ Expires:  09/10/2015
Solution Control Lot: 131119 Bottle No.: 0389
Function Result Time Temperature Comment(s)
%BAC HE:MM  Simulator (°C) or Error{s)
Ambient Air Blank 0.000% 03:188
Control 1 EC 0.099% 03:198 34.0°C +#% TEST PASSED *#%
Control 1 IR 0.160% 03:198 34.0°C #4% TEST PASSED *#%
Ambient Air Blank _ 0.600% 03:208
Control 2 EC 0.097% 03:208 34.0°C #hk TEST PASSED sk
Control 2 IR - 0.100% 03:208 - 34.0°C #*% TEST PASSED %k
Ambient Air Blank 0.000% 03:218
Conirol 3 EC 0.098% 03:228 34.0°C #tk TEST PASSED #k
Control 3 IR 0.099% 03:228 34.0°C F#k TEST PASSED #ex
Ambient Air Biank G.000% 03:238 :

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Aleotest 7110 operator training and procedures established by the {NISP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI First Name: P ML E

Badge No.: 187
Signature: 7?/ }JZ *& Date: 03/24/2014




Calibrating Unit
New Standard Solution Report

-Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.

Calibration File No.: 02139 Calib. Date: 12/09/2013 Calib, No.: 00023
Certification File No.: 02140 Cert, Date:  12/09/2013 Cert. No.: 00020
Linearity File No.: 02141 Lin. Date:  12/09/2013 Lin. No.: 00019
Solution File No.: 02175 Soln. Date: (04/19/2014 Soln. No.: 00207
Sequential File No.; 02175 File Date:  04/19/2014

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 53-0341
Control Solution %:  0.100% Expires:  09/10/2015
Solution Control Lot: 131119 Bottle No.: 0392
Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 04:54D

Control 1 EC 0.101% 04:54D 34.0°C *dk TEST PASSED #%%
Control 1 IR 0.101% 04:54D 34.0°C *#x TEST PASSED #%*
Ambient Air Blank 0.000% 04:55D

Control 2 EC (.099% 04:56D 34.0°C #k TEST PASSED %%
Control 2 IR 0.100% 04:56D 34.0°C *ek TEST PASSED ik
Ambient Air Blank 0.000% 04:56D

Control 3 EC 0.099% 04:57D 34.0°C #td TEST PASSED ###
Control 3 IR 0.100% 04:57D 34,0°C *kk TEST PASSED %%
Ambient Air Blank 0.000% 04:58D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: KUCHMEK First Name: JOSEPH MI: -

Badge No.: 190
Signature: /%,OLA #/ @ Date: 04/19/2014
%




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02139 Calib. Date: 12/09/2013 Calib. No.: 00023
Certification File No.: 02140 Cert. Date:  12/09/2013 Cert. No.: 00020
Linearity File No.: 02141 Lin. Date:  12/09/2013 Lin. No.: 00019
Solution File No.: 02191 Soln. Date: 05/24/2014 Soln. No.: 00209
Sequential File No.: 02191 File Date:  05/24/2014
Calibrating Unit; WET Model No.: CU-34 Serial No.: DDUN §3-0341
Control Solution %:  0.100% Expires:  09/10/2015
Sclution Control Lot: 131119 Bottle No.: 0378
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000%  05:05D
Control 1 EC 0.098% 05:06D 34,0°C #k TEST PASSED etk
Control 1 IR 0.097% 05:06D 34.0°C ##% TEST PASSED *s#k
Ambient Air Blank 0.000% 05:06D
Control 2 EC 0.097% 05:07D 34.0°C #x% TEST PASSED %%
Control 2 IR 0.097% 05:07D 34.0°C #F% TEST PASSED %k
Ambient Air Blank 0.000% 05:08D
Control 3 EC 0.097% 05:08D 34.0°C #x%k TEST PASSED ##%
Control 3 IR 0.098% 05:08D 34.0°C #%% TEST PASSED %
Ambient Air Blank 0.000% 05:09D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: KUCHMEK First Name: JOSEPH MI: -

( } E! E Badge No.: 190
Signature: /4'\, i Date: 05/24/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02139 Calib, Date: 12/09/2013 Calib. No.: 00023
Certification File No.: 02140 Cert. Date:  12/09/2013 Cert. No.: 00020
Linearity File No.: 02141 Lin. Date: 12/09/2013 Lin. No.: 00019
Solution File No.: 02199 Soln. Date: 06/07/2014 Soln. No.: 00210
Sequential File No.: 02199 File Date:  06/07/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 8§83-0341
Control Solution %:  0.100% Expires:  09/10/2015
Solution Conirol Lot: 131119 Bottle No.: 0398
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 06:43D
Control 1 EC 0.097% 06:44D 34.0°C #x% TEST PASSED %k
Control 1 IR 0.097% 06:44D 34.0°C #4% TEST PASSED ##%
Ambient Air Blank 0.000% 06:45D
Control 2 EC 0.097% 06:45D 34.0°C ek TEST PASSED %%
Control 2 IR 0.097% 06:45D 34.0°C w5k TEST PASSED ¥k
Ambient Air Blank 0.000% 06:46D
Control 3 EC 0.097% 06:47D 34.0°C w4k TEST PASSED #%%
Control 3 IR 0.097% 06:47D 34.0°C #or TEST PASSED #e%
Ambient Air Blank 0.000% 06:47D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: KUCHMEK First Name: JOSEPH MI: -

Badge No.: 190
Signature: ﬁz,ﬂ( ) __#% Date: 06/07/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKXEN TWSP. P.D.
Calibration File No.: 02200 Calib. Date: 06/09/2014 Calib. No.: 00024
Certification File No.: 02201 Cert. Date: 06/09/2014 Cert. No.: 00021
Linearity File No.: 02202 Lin, Date:  06/09/2014 Lin. No.: 00020
Solution File No.: 02213 Soln. Date: 07/07/2014 Soln. No.: 00212
Sequential File No.: 02213 File Date:  07/07/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 83-0339
Control Solution %:  0.100% Expires:  09/10/2015
Solution Control Lot;: 131119 Bottle No.: 0400
Function Result Time Temperature Comment(s}
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 22:26D
Control 1 EC ' 0.100% 22:27D 33.9°C #dk TEST PASSED ##k
Control 1 IR 0.101% 22:27D 33.9°C #kk TEST PASSED *iok
Ambient Air Blank . 0.000% 22:27D
Control 2 EC 0.100% 22:28D 34.0°C #+% TEST PASSED ##%
Control 2 IR 0.101% 22:28D 34.0°C #oik TEST PASSED otk
Ambient Air Blank 0.000% 22:29D
Control 3 EC 0.100% 22:29D 34.0°C #k TEST PASSED ek
Control 3 IR 0.100% 22:29D 34.0°C #x% TEST PASSED #%x
Ambient Air Blank 0.000% 22:30D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI First Name: P MI: E

/ Badge No.: 187
Signature: /rf/ //;/L 'K Date: 07/07/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D,
Calibration File No.: 02200 Calib. Date: 06/09/2014 Calib. No.: 00024
Certification File No.: 02201 Cert. Date:  06/09/2014 Cert. No.: 00021
Linearity File No.: 02202 Lin. Date:  06/09/2014 Lin. No.: 00020
Solution File No.: 02225 Soln. Date: 08/08/2014 Soln. No.: 00213

. Sequential File No.: 02225 File Date:  (8/08/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN §3-0339
Control Solution %:  0.100% Expires:  09/10/2015
Solution Control Lot: 131119 Bottle No.: 0394
Function Result Time Temperature Comment(s)

BBAC HH:MM Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 22:51D
Control 1 EC -0 22:52D 33.9°C CTRL GAS SUPPLY
Controf 1 IR -—% 22:52D 33.9°C CTRL GAS SUPPLY
Ambient Air Blank - ——lme-
Control 2 EC - - N/A
Control 2 IR --—-% —-i--- N/A
Ambient Air Blank - -
Control 3 EC - - lem N/A
Control 3 IR % ., - N/A
Ambient Air Blank -.-% -l

Test results are not within acceptable range.

On this date, I instatled the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI

First Name: P
i Badge No.: 187
Signature: %/ / ”'/ & 7 Date: 08/08/2014

MI:E




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02200 Calib. Date: 06/09/2014 Calib. No.: 00024
Certification File No.: 02201 Cert. Date: 06/09/2014 Cert. No.: 00021
Linearity File No.: 02202 Lin. Date:  06/09/2014 Lin. No.: 00020
Solution File No.: 02226 Soln. Date: 08/09/2014 Soln. No.: 00214
Sequential File No.: 02226 File Date:  08/09/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S3-0339
Control Solution %:  0.100% Expires:  09/10/2015
Solution Control Lot: 131119 Bottle No.: 0399
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 01:31D
Control 1 EC 0.100% 01:31D 33.9°C ek TEST PASSED ##%
Control 1 IR 0.100% 01:31D 33.9°C #k TEST PASSED ##%
Ambient Air Blank 0.000% 01:32D
Control 2 EC 0.099% 01:33D 33.9°C #ek TEST PASSED ##%
Control 2 IR 0.100% 01:33D 33.9°C #k TEST PASSED #%%
Ambient Air Blank 0.000% 01:33D
Control 3 EC 0.099% 01:34D 33.9°C 0k TEST PASSED #+¥
Control 3 IR 0.099% 01:34D 33.9°C ok TEST PASSED ok
Ambient Air Blank 0.000% 01:35D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIAN] First Name: P MI: E

,é / Badge No.: 187
Signature: 4 8 Date: 08/09/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02200 Calib. Date: 06/09/2014 Calib. No.: 00024
Certification File No.: 02201 Cert. Date: 06/09/2014 Cert, No.: 00021
Linearity File No.: 02202 Lin. Date: 06/09/2014 Lin. No.: 00020
Solution File No.: 02238 Soln. Date: 09/01/2014 Soln. No.: 00215
Sequential File No.: 02238 Fiie Date:  09/01/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DPUN $3-0339
Control Solution %:  0.100% Expires:  (9/10/2015
Solution Control Lot: 131119 Bottle No.: (0395
Function Result Time Temperature Comment(s)
BBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 17:19D
Control 1 EC 0.099% 17:20D 33.9°C *x% TEST PASSED #¥*
Control 1 IR 0.101% 17:20D 33.9°C ##k% TEST PASSED ##%
Ambient Air Blank 0.000% 17:20D
Control 2 EC 0.099% 17:21D 34.0°C *k TEST PASSED ##%
Control 2 IR 0.100% 17:21D 34.0°C ##+# TEST PASSED ##*
Ambient Air Blank 0.000% 17:21D
Control 3 EC 0.099% 17:22D 33.9°C #kk TEST PASSED *#%
Control 3 IR 0.101% 17:22D 33.9°C #Hk TEST PASSED ***
Ambient Air Blank (.000% 17:23D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI First Name: P MI: E

. / _ Badge No.: 187
Signature: 7@ / HED Date:  09/01/2014
P




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02200 Calib. Date: 06/09/2014 Calib. No.: 00024
Certification File No.: 02201 Cert. Date:  06/09/2014 Cert. No.: 00021
Linearity File No.: 02202 Lin. Date:  06/09/2014 Lin. No.: 00020
Solution File No.: 02248 Soln, Date: 09/29/2014 Soln. No.: 00216
Sequential File No.: 02248 File Date:  09/29/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S3-0339
Control Solution %:  0.100% Expires:  06/20/2016
Solution Control Lot:  14F130 Bottle No.: 1311
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:51D
Control 1 EC 0.102% 20:52D 34.0°C w44 TEST PASSED #*%%
Control 1 IR 0.103% 20:52D 34.0°C wiok TEST PASSED ##%
Ambient Air Blank 0.000% 20:52D
Control 2 EC 0.101% 20:53D 34.0°C #tok TEST PASSED *%%
Control 2 IR 0.102% 20:53D 34.0°C wick TEST PASSED %
Ambient Air Blank 0.000% 20:54D
Control 3 EC 0.101% 20:54D 34.0°C %k TEST PASSED ek
Control 3 IR 0.103% 20:54D 34.0°C ##% TEST PASSED *#%
Ambient Air Blank 0.000% 20:55D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP} Chief Forensic Scientist.

Changed By:
Last Name: FABIANI First Name: P MI: E

Badge No.: 187
Signature: é/ / 4—\ '/&/ -7 Date: 09/26/2014
P




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02200 Calib. Date: 06/09/2014 Calib. No.: 00024
Certification File No.: 02201 Cert, Date: 06/09/2014 Cert. No.: 00021
Linearity File No.: 02202 Lin, Date:  06/09/2014 Lin. No.: 00020
Solution File No.: 02256 Soln. Date:  10/27/2014 Soln. No.: 00217
Sequential File No.: 02256 File Date:  10/27/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 8$3-0339
Centrel Solution %:  0.100% Expires:  06/20/2016
Solution Control Lot:  14F130 Bottle No.: 1301
Funetion Resuit Time Temperature Comment(s)
BBAC HH:MM  Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 21:358
Control 1 EC 0.101% 21:358 34.0°C *k TEST PASSED ###
Control 1 IR 0.102% 21:358 34.0°C ®kk TEST PASSED ok
Ambient Air Blank 0.000% 21:368
Control 2 EC 0.100% 21:378 33.9°C *k TEST PASSED ###
Control 2 IR 0.101% 21:378 33.9°C ik TEST PASSED o
Ambient Air Blank 0.000% 21:378
Control 3 EC 0.100% 21:388 33,9°C #i TEST PASSED ##%
Control 3 IR 0.100% 21:388 33.9°C k% TEST PASSED e
Ambient Air Blank 0.000% 21:398

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI First Name: P ML: E

Badge No.: 187
Signature: 7@ //\ i€ Date: 10/27/2014
/




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D. '
Calibration File No.: 02200 Calib, Date: 06/09/2014 Calib. No.: 00024
Certification File No.: 02201 Cert. Date: 06/09/2014 Cert. No.: 00021
Linearity File No.: 02202 Lin. Date:  06/09/2014 Lin. No.: 00020
Solution File No.: 02269 Soln. Date: 11/25/2014 Soln. No.: 00218
Sequential File No.: 02269 File Date:  11/25/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 83-0339
Control Solution %:  0.100% Expires:  06/20/2016
Solution Control Lot:  14F130 Bottle No.: 1302
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 19:045
Control 1 EC 0.101% - 19:058 34.0°C # TEST PASSED ##%
Control 1 IR 0.101% 19:058 34.0°C Fx% THST PASSED %%
Ambient Air Blank 0.000% 19:058
Control 2 EC 0.100% 19:068 34.0°C #% TEST PASSED *#*
Control 2 IR 0.101% 19:068 34.0°C #4%% TEST PASSED %%
Ambient Air Blank 0.000% 19:078
Control 3 EC 0.100% 19:078 33.9°C *#% TEST PASSED *#k
Control 3 IR 0.102% 19:078 33.9°C *¥¥% TEST PASSED *%%
Ambient Air Blank 0.000% 19:088

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI First Name: P ML E

/@ // Badge No.: 187
Signature: ¥ i _ Date: 11/25/2014
/




